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Technique 



A New Brace for Maintaining the Neck in a Suitable 
Position Following Tracheal Reconstruction 



Abstract 



Bizhan Ziaian 1 , MD; Ali Foroutan 2 , MD; 

Maryam Tahamtan , MD, Segmental resection and end-to-end anastomosis is the treatment 

Sam Moslemi 2 , MD & 

of choice for patients suffering from tracheal stenosis for whom 

conservative management is not planned. A complication of this 

procedure is tension-induced anastomotic failure. To prevent 

this complication, maintaining the neck in full flexion by means 

of a suture between the chin and upper chest is a traditional 

approach. We have designed a new brace (Shiraz brace) that 

securely supports the neck in this position and decreases the 

bothersome use of the suture alone. 
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Among several therapeutic options for tracheal stenosis, segmental 
resection and tracheal reconstruction with end-to-end anastomosis 
is the most effective treatment of choice for patients who cannot be 
considered for conservative management. 1 One of the most striking 
complications of tracheal reconstruction is disruption of anastomosis 
due to the tension induced by approximation of the divided parts of 
the trachea. Therefore, an important step in the surgical approach is 
proper cervical flexion to release tension on the anastomosis which 
is traditionally obtainable from suturing the chin into the anterior part 
of the upper chest. 2 3 This procedure is not only bothersome but also 
has the potential for rupture especially during awakening the patient 
from anesthesia because patients are unaware of the stiches. This 
procedure does not prevent lateral movement of the neck which can 
be disastrous, i.e. disruption of the anastomosis. With the purpose of 
additional support, we report a newly-designed brace (Shiraz brace) 
that has been applied in our patients. 



Clinical Summar 



In addition to a suture placed between the skin of the chin point 
and anterior part of the upper chest in the midline position, we have 
designed a fiberglass-made brace that weighs 800 g (figure 1) with the 
intent to maintain constant complete neck flexion, post-operatively, in 
patients who refer to our center for tracheal reconstruction. The brace 
is 1 00 cm in length and extends from the occiput to the sacrum. It has 
the capacity to be tighter or looser and precisely set by strip bands 
on both shoulders. A butterfly part of this brace is placed anterior to 
the chest wall to fix the brace onto the trunk. Patients can wear this 
brace when sleeping, sitting or walking during the first week after 
reconstruction. It can be used without discomfort. This brace restricts 
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Brace for maintaining the neck in position following tracheal reconstruction 




Figure 1: Multiple sections of the Shiraz Brace are 
emonstrated. 



neck movements in both the sagittal and coronal 
planes (figures 2 and 3). There is no tension on 
sutures applied for approximating the chin to the 
chest wall. 




Figure 2: Applied brace (frontal view) in a case of tracheal 
reconstruction. 




Figure 3: Applied brace (lateral view) in a case of tracheal 
reconstruction. 



The first patient who used this brace was a 
27-year-old male with tracheal stenosis due to 



prolonged intubation. He wore the brace after 
surgery with adequate levels of comfort and fit. The 
brace maintained the desirable neck position for 
one week after which the patient was discharged 
without any complications. Subsequently, we have 
used this brace for ten additional patients with 
no observed complications. Currently, we have 
decided to use it for any patient who undergoes 
tracheal reconstruction. 



Discussion 



Tracheal resection and end-to-end anastomosis 
are accompanied by a significant tension at the 
anastomosis site. Increasing the length of the 
tracheal resection will result in a progressive rise in 
tension. The safe limit of resection to avoid excess 
tension and anastomotic failure is estimated to be 
approximately 4.5 cm. 2 Release of surrounding 
tissues and maintaining the neck in a proper 
position (i.e., full flexion) are measures to prevent 
tension-induced anastomotic failure. As previously 
mentioned, this position is established by a suture 
placed between the chin and anterior part of the 
upper chest. To diminish its annoying use and 
establish additional support for reinforcing neck 
flexion, a 100 cm fiberglass-made orthosis has 
been introduced by Mueller et al. in 2004. 3 Another 
innovative tool was invented by an Indian group in 
which a poly ethylene made brace was used for 
flexion. 4 In another study by Imai et al. in 2013, a 
halo vest immobilization was performed on patients 
with reconstruction that attached the device to the 
skull by pins. 5 

The brace that we have designed for our 
patients seems to be more practical due to its 
increased comfort and fit by using strip bands 
and additional extended power to prevent any 
movement in both the sagittal and coronal planes. 
We suppose that this brace does not allow for 
lateral neck bending or rotation, both of which 
are not sufficiently prevented in the previously 
designed orthosis by Muller. Our washable brace 
is lightweight and of low cost. It can be safely 
used in patients who are not cooperative enough 
or those with mental problems, both of which 
contribute to the high chances for disrupting 
the supporting suture. Analyses of blood gas 
levels post-surgery have shown no respiratory 
compromise in patients during use of the brace. 
Patients can walk and perform their normal daily 
activities. 

Comparing to the brace that was introduced 
by Imai in Japan our brace application is 
noninvasive. Additionally, due to the presence of 
the anterior and posterior segments that cover 
the chest, the brace has decreased impact on 
respiration compared with the Indian model. Our 
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device is made of fiberglass and is fenestrated so 
it causes less sweating with decreased chances 
for pressure ulcer formation. 

Conflict of Interest: None declared. 



References 



1 Friedel G, Kyriss T, Leitenberger A, Toomes 
H. Long-term results after 110 tracheal 
resections. Ger Med Sci. 2003;1:Doc10. 
PubMed PMID: 19675708. 

2 Wright CD, Grillo HC, Wain JC, Wong DR, 
Donahue DM, Gaissert HA, et al. Anastomotic 
complications after tracheal resection: 
prognostic factors and management. J 
Thorac Cardiovasc Surg. 2004;128:731-9. 
doi: 10.1016/j.jtcvs.2004. 07.005. PubMed 



PMID: 15514601. 

3 Mueller DK, Becker J, Schell SK, 
Karamchandani KM, Munns JR, Jaquet B. An 
alternative method of neck flexion after tracheal 
resection. Ann Thorac Surg. 2004;78:720- 
1. doi: 10.1016/j.athoracsur.2003.09.024. 
PubMed PMID: 15276565. 

4 Job A, Balraj A. Alkathine shell, an innovative 
way of neck flexion after tracheoplasty. Indian 
J Otolaryngol Head Neck Surg. 2000;52:326- 
7. PubMed PMID: 23119714. 

5 Imai K, Minamiya Y, Saito H, Miyakoshi N, 
Hongo M, Kasukawa Y, et al. Novel technique 
for relieving anastomotic tension using halo- 
vest immobilization after tracheal sleeve 
resection. Surg Today. 2013;43:825-7. doi: 
10.1007/S00595-013-0527-3. PubMed PMID: 
23456153. 



310 



Iran J Med Sci May 2014; Vol 39 No 3 



